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Flow Response Tests of A
Prototype Profiling

Sonde Configuration
The response of sensors to various water quality and environmental pa-

rameters is usually well known on an individual basis, but, until

recently, rarely determined on a system basis. This is largely the

result of the difficulty associated with testing large systems by chang-

ing the environmental inputs when modifying the local environment of the

sensor (changing the temperature to test temperature sensors, pressure

to test pressure sensors, etc.) once it has been integrated into a

system. The design of a lightweight profiling sonde for the National

Water Research Institute, Pacific and Yukon region, necessitated the

measurement of the OflushingO time of the system sensors for conductiv-

ity, turbidity, and fluorescence. Since this type of response is de-

pendent upon the flow field around the sonde, a system test was required.

Prototype Sonde I

A prototype sonde package was built to simulate the expected form of the

final design. This ensured that the "flushing" time measurements were

relevant. Figure 1 is a photograph of the "mockup" sonde. The three

(Note: The flushing time of a sensor used in profile measurements is defined as the time
taken for the sensor to attain 99.3 percent of its steady state response after the passage
through its flow chamber of a tagged volume of water.)
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FIGURE 1. Mockup of Prototype Sonde
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Figure 2. Photographs of Sonde mockup in Flume



sensors are clustered with the experimental setup in the flume.
inlets parallel and at the bottom of The sonde was aligned into the flow
the sonde. A dummy tube represents and positioned in the center of the
the underwater data acquisition flume. It was then levelled and
electronics package that will be bolted to the floor of the flume to
used. The interface can at the top prevent it from moving at the higher
of the sonde is the only piece of water velocities. The center lines
equipment which was not sized to of the turbidity, fluorescence, and
represent the final design. It was conductivity sensor inlets were 25,
placed downstream of the in]'.ts such 28, and 36 cm from the flume floor.
that its presence would not affect The two adjacent flume sides were
the flow patterns at the inlets, approximately 38 cm from the sonde
The interface can provided power and (the width of the sonde is
signal buffering for the three approximately 38 cm). The water
sensors. depth of the flume was maintained at

approximately 64 cm for all water
Tracer Solutions velocities, except 75 cm/s where it

was 45 - 55 cm.
Special tracer solutions were used
in the "flushing" time experiment. Sensor "flushing" time response
The internal geometries of each of tests were performed at three
the sensors are taken into account water velocities: 10, 50 and 75
by using tracer solutions specific cm/s. Several injectors and
to the sensor. The solutions used different injection techniques were
and the expected sensor responses used. A 6:4 mm (1/4 in.) diameter
are tabulated in Table 1. stainless steel tube and a 12.7 mm

(1/2 in.) diameter tygon tube were
used to inject the conductivity and
turbidity tracer solutions at
various distances from the sensor

TAMI inlets. At a flume speed of 10 cm/s
TRACER SOLUTIONS AMD SZKmOO PES E the dispersion of each solution was

S.... Tracer Sotin W - large enough to cover the inlet
1. Conductivity Distilled ater output of ensor will

dw..as ......... ..I areas with the injectors 5 to 15 cmto - 0 Vda and then will

..... ... t..ent (2 - 6 in.) from the inlets. At
2. Turbidity ouu of eno WL1.. higher flume speeds, the injection

(whit..•' ' tf~l fin C iet l.ent

'w. t:, p ad t..h r- .t.. occurred directly at the inlet.
chlorophyll4 'a upt of s nso will During the tests, it was found that
dis d iaen Increase f ambient 14-

a I..MPYI .alooi .d tha ret... the fluorosensor was nothgh .p.. owdt..e ,.tp of m.....wily
... ..... out tofsensor... sufficiently responsive to the

"n ta rn tracer solution consisting of
I g~o", The chlorophyll -a- solution result~ed in a conflicting seonsorOput. A hgh peed t ...p .e ,ru e . ...ro ..e: i ere chlorophyll "a" in acetone and. 0 ...... ..... ........ r. w. .. .. t. and.. o y

apprat..taiy in Uio Center of the fluorw..w.,r sampl volum
d cold we t subsequentlyused as.,racer ,. isopropyl alcohol. A miniature,

high speed thermistor temperature
sensor was placed in the center of
the fluorosensor sampling volume
(within the flow chamber/light

Experimental Setup and Procedure baffle) such that the flushing test
could proceed with a temperature-

The 2-metre flume of the Hydraulics specific tracer solution. A
Research Division, NWRI, was used cylinder which was open at one end
throughout the system tests. Figure and had a removable plate seal at
2 (a) and (b) are photographs of the the other end was used to hold a
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cold water solution. The open end response and is likely a consequence

of the cylinder was placed flush to of the electronic cell design and
the inlet of the fluorosensor flow associated driver and signal-pickoff
chamber and the plate seal removed, circuitry. This transient response
A "cylinder" of cold water was thus has not been observed before and
forced through the chamber and should be investigated further.
detected by the temperature sensor.

This test was only performed at the The flushing time measurements for

50 cm/s flume speed. the conductivity sensor are
sumuiarized in Table 2.

The outputs of the three sensors
were recorded on one of two chart
recorders: an HP 7132A two channel
recorder or a Gould two channel

"2" 2

"Brush" recorder. The low range "s LXGWMtIW15 ,LM MO

water velocity tests (10 cm/s) were " 001070UT TUTS

recorded on the former, while the . iity sere

high range water velocity tests (50, V.I. ___.2 90.3 __0 _____

75 cm/s) were recorded on the 2.9 3.9 avg . of t.. Smabore tar l-3

latter. i . ,a= Wet

52 0.39 3.7 a". of 3 tAst., 1009
ba. LaJoeo., flush to

Flushing Time Experimental Results inlet
75 0.23 0.02 1 test, U." b0 e

iaocter flu" to

1. Conductivity Sensor inlet
3. Turbidity 550.00

13 9.6 94.2 an. of 2 "Sot., Smal
Figure 3(a) shows the output trace buss "' " 4 4 in

resulting from the injection of ,e Met
2 0. 4 avg. of 2 "ASt., large

distilled water from a 6.4 mm bon ,.to.. 1-2 1.
lt ~ Mnet

(1/4 in.) diameter tube 75 0.51 1.02 0.9 of tests. 19

approximately 8 to 10 cm (3 to 4 bs I. ato 1-, In
r~m inlet

inches) from the inlet of the 3 , .
conductivity sensor with a flow S2 0.4 2.3 1 test. high Speed

velocity of 12 cm/s. The distilled -1.,,,*let
water mixes with the ambient water -Is 1U"

to produce an intermediate solution
which is passed through the sensor.

Figure 3(b) 3nd (C) are the output 2. Turbidity Sensor
traces obtained by injecting
distilled water from a 12.7 mm Figure 4(a), (b), and (c) are the
(1/2 in.) diameter tube flush to the step responses recorded for the
inlet (at flow velocities of 50 and turbidity sensor. Its response time
75 cm/s). In this matter, an is typically slower than the
intermediate solution is not conductivity sensor, but represents
produced; the internal cavity of the approximately the maximum speed of
conductivity sensor is saturated response that it can attain. (It
with distilled water until it is is well known that this particular

* flushed away when the injector is sensor has a response time that
suddenly removed. The step response varies with the signal level. It

• of the conductivity sensor for this responds faster at high turbidity
injection technique demonstrates levels than at low turbidity levels.)
significant overshoot on the falling The flushing time measurements
and rising edges of the output obtained from Figure 4(a), (b), and
signal. This is a sensor-related (c) are shown in Table 2.
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3. Fluorosensor instead of acetone would be better
suited for this test. As this new

Injection of the chlorophyll "a", tracer solution was not available,
acetone, isopropyl alcohol solution a different method of determining
at 10, 50 and 75 cm/s resulted in the "flushing" time of the
the output traces shown in Figure fluorosensor flow chamber/light
5(a), (b), and (c). The florosensor baffle was required. As described
appears to be detecting discrete earlier in a preceding section, a
"packets" of solution. This results high speed thermistor probe was
from the tracer solution being inserted in the center of the flow
immiscible in water which causes chamber and a cold water solution
globules of solution to form and was used as a tracer. The
their passage through the flow thermistor response to the injection
chamber is detected discretely. A of cold water is shown in Figure 6.
tracer solution based on methanol The measured "flushing" time is

~ ......... ...... included in Table 2.
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So ! eso'ditnc ontntV Sensitivity -fo
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]444-1 bg As evident in Table 2, the time4 ~ ~ ~ Tf Sc............. constant and "flushing" time of
Sse e fr the conductivity, turbidity and

fluorescence sensors in the
. prototype sonde configuration areAr oim ter l ty ... ... .. ... ...... I ... . ,, y 4 .non-linear functions of the flow

- .Y. IM, r so-t .. . . . . .t ... •. . .
27 A 19,. ... ........ ; velocity and are hydrodynamically

2 ' :1: ' i . p_ l- limited. The spatial uncertainty of
0.25 , .- T Lag Cy li- :: eI measurements taken with these

2S m/ • +-Chlorophyll "&" 25 OVSO0M. * .I ..... on* .-:' sensors in this flow configuration
... . ...... . -+ ucan- be estimated from the "distance"

44:i i; : i:': ' constants associated with each
, ! I. - .. L_ ::'] I I i: 'T .. 4 sensor (distance constant -W flow

... .............. 0. Ti- Sea. rate x speed of response).I . . . . . . . .. ... . ... .. .I '
,N F a , rs" C.1% Table 3 is generated from Table 2

w, mand shows that the optimum profiling
,u~s u speed for the PYR lightweight
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TLEIn summary, for a profiling speed
SENSOR DISTANCE CONSTANTS between .75 and 1 m/s, the distance

constant of the conductivity,
Distance 99.3% & 63.2% Sensor Response for turbidity, and fluorescence sensors

various Profiling Speeds is approximately 0.5 to 1 m.
Constant m) .12 m/s .52 m/s .75 m/s

Conductivity 4.4 1.9 0.5 Acknowledgments
(0.35) (0.20) (0.17)

Turbidity 7.7 2.1 1.2 The author gratefully acknowledges
(1.15) (0.25) (0.38) the co-operation and assistance

Fluorescence 1.2 provided by Dr. Y. L. Lau and the
(0.23) technical staff of the Hydraulics

Research Division, NWRI. Other
Numbers without brackets are the 99.3% response measurements. persons who contributed to the
Numbers with brackets are the 63.2% response measurements. construction of the prototype sonde

and provided valuable input to the
test program include H. Savile, F.

profiler (which produces the Roy and J. S. Ford of the Engineering
smallest distance constants) is Services Section.
about .75 m/s. This is a surprising
result as, intuitively, one would- ------------ ----

expect that the most accurate
profiles are obtained at the slower
profiling speeds. Figure 7 is a FOR FURTHER INFORMATION, CONTACT:
graph of the distance constant
calculated from the flushing time Charles Y. C. Der
versus the flow velocity for the Engineering Services Section
three sensors. Beyond a flow Canada Centre for Inland Waters
velocity of approximately 1 m/s, 867 Lakeshore Road, P. 0. Box 5050
the distance constants for the Burlington, Ontario
sensors appear to become independent CANADA L7R 4A6
of the flow velocity.
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A Connectorless ShieldEd Electrical Cable Pressure Seal

Shielded cable connectors presently
used for oceanographic equipment are
bulky and unreliable. Here we Coer
present the design for a feedthrough F.Y./$lue Joint

that is relatively small, simple to / s,,eSea (,.C.)7116" dia.. 3/r' ton

construct, and has been tested to
6,000 psi. Figure 1 shows how we
bond the electrical cable to the
pressure seal. P.V.C. materials
were selected so that they could be
bonded using P.V.C. primer and glue.

The wire is bonded to the pressure -- ,g
seal at the top using an abundant 2.010 Presr vese
amount of glue and letting air dry "0-,in2o04

for at least 12 hours. The pressure Sielde Cable (.M dig.)

seal uses two "0" rings, Parker No. (O..C. Ifoliot.)

2-004 on the bottom and Parker No.
2-010 on the side. Since the wire lir, s A vsM dseibl froism. m Is a

insulation will be exposed to sea
water, it should be carefully
inspected for pinholes (we have not
found this to be a problem) and FOR FURTHER INFORMATION, CONTACT:
protected from abrasion in use. Orrie Page

Technical Planning & Development Group
School of Oceanography

The above design enables one to Oregon State University

feedthrough a two-conductor shielded Corvallis, Oregon 97331

cable in the same space normally Telephone: (503) 754-4435

required for a single pin.
- -- - ----- - ---------- ------------------------
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